[Burns related to electrosurgery - Report of two cases].
Electrosurgery is a technology developed over the last few years and has become a very important tool in modern surgery. Most of the equipment is considered safe, although there are risks related to its use. Several lesions may be caused by electrocautery, and burns are the most common and feared. We report two cases of burns related to use of electrocautery and promote a literature review, because knowledge of electrosurgery fundamentals, its correct use, the choice of a safety device, constant monitoring, and immediate investigation before any suspicions surely can improve the operational experience for both surgeon and patient.